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dynamometer’s horizontal loading into 
the vertical plane. 

(2) Calculate the indicated torque 
(IT) for each calibration weight to be 
used by: 

IT=Moment Arm (meters)×Calibration 
Weight (Newtons) 

(3) Attach each calibration weight 
specified in § 91.305(b)(2) to the moment 
arm at the calibration distance deter-
mined in paragraph (a)(2) of this sec-
tion. Record the power measurement 
equipment response (N-m) to each 
weight. 

(4) Compare the torque value meas-
ured to the calculated torque. 

(5) The measured torque must be 
within two percent of the calculated 
torque. 

(6) If the measured torque is not 
within two percent of the calculated 
torque, adjust or repair the system. Re-
peat steps in paragraphs (a)(1) through 
(a)(6) of this section with the adjusted 
or repaired system. 

(b) Option. A master load-cell or 
transfer standard may be used to verify 
the torque measurement system. 

(1) The master load-cell and read out 
system must be calibrated with 
weights specified in § 91.305(b)(2). 

(2) Attach the master load-cell and 
loading system. 

(3) Load the dynamometer to a min-
imum of three equally spaced torque 
values as indicated by the master load- 
cell for each in-use range used. 

(4) The in-use torque measurement 
must be within two percent of the 
torque measured by the master system 
for each load used. 

(5) If the in-use torque is not within 
two percent of the master torque, ad-
just or repair the system. Repeat steps 
in paragraphs (b)(2) through (b)(4) of 
this section with the adjusted or re-
paired system. 

(c) Calibrated resistors may not be 
used for dynamometer torque trans-
ducer calibration, but may be used to 
span the transducer prior to engine 
testing. 

(d) Other engine dynamometer sys-
tem calibrations such as speed are per-
formed as specified by the dynamom-
eter manufacturer or as dictated by 
good engineering practice. 

§ 91.307 Engine cooling system. 

An engine cooling system is required 
with sufficient capacity to maintain 
the engine at normal operating tem-
peratures as prescribed by the engine 
manufacturer. Auxiliary fan(s) may be 
used to maintain sufficient engine 
cooling during dynamometer oper-
ation. 

§ 91.308 Lubricating oil and test fuel. 

(a) Lubricating oil. (1) Use the engine 
lubricating oil which meets the marine 
engine manufacturer’s requirements 
for a particular engine and intended 
usage. Record the specifications of the 
lubricating oil used for the test. 

(2) For two-stroke engines, the fuel/ 
oil mixture ratio must be that which is 
recommended by the manufacturer. If 
the flow rate of the oil in the engine is 
greater than two percent of the fuel 
flow rate, then the oil supplied to the 
engine must be added to the fuel flow 
in the emission calculations described 
in § 91.419 and § 91.426. Good engineering 
judgment may be used to estimate oil 
flow when oil injection is used. 

(b) Test fuels—certification. The manu-
facturer must use gasoline having the 
specifications or substantially equiva-
lent specifications approved by the Ad-
ministrator, as specified in Table 3 in 
appendix A of this subpart for exhaust 
emission testing of gasoline fueled en-
gines. The specification range of the 
fuel to be used under this paragraph 
must be reported in accordance with 
§ 91.109(d). 

(c) Test fuels—service accumulation. (1) 
Unleaded gasoline representative of 
commercial gasoline which will be gen-
erally available through retail outlets 
must be used in service accumulation 
for gasoline-fueled marine engines. As 
an alternative, the certification test 
fuels specified under paragraph (b) of 
this section for engine service accumu-
lation. Leaded fuel may not be used 
during service accumulation. 

(2) The octane rating of the gasoline 
used may not be higher than 4.0 re-
search octane numbers above the min-
imum recommended by the manufac-
turer and have a minimum sensitivity 
of 7.5 octane numbers, where sensi-
tivity is defined as research octane 
number minus motor octane number. 
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